Abstract-A compact wearable personal distributed exposimeter (PDE) is proposed, sensing the power density of incident radio frequency (RF) fields on the body of a human. In contrast to current commercial exposimeters, our PDE, being composed of multiple compact personal wearable RF exposimeter sensor modules, minimizes uncertainties caused by the proximity of the body, the specific antenna used, and the exact position of the exposimeter. For unobtrusive deployment inside a jacket, each individual exposimeter sensor module is specifically implemented on the feedplane of a textile patch antenna. The new wearable sensor module's high-resolution logarithmic detector logs RF signal levels. Next, on-board flash memory records minimum, maximum, and average exposure data over a time span of more than two weeks, at a one-second sample period. Sample-level synchronization of each individual exposimeter sensor module enables combining of measurements collected by different nodes. The system is first calibrated in an anechoic chamber, and then compared with a commercially available single-unit exposimeter. Next, the PDE is validated in realistic conditions, by measuring the average RF power density on a human during a walk in an urban environment and comparing the results to spectrum analyzer measurements with a calibrated antenna.
I. INTRODUCTION
N ATIONAL legislation and the international Commission on Non-Ionizing Radiation Protection (ICNIRP) [1] impose limits in terms of whole-body averaged SAR (SARwb) [2] . Since these SARwb levels can only be evaluated by numerical simulations [3] , equivalent reference levels, which can be measured and compared to the international guidelines issued by INCIRP, have been defined on the incident power density. Such exposure measurements are currently performed with commercially available Personal ExposiMeters (PEMs) [2] , [4] - [7] . These measurements are compromised by large measurement uncertainties, due to shadowing by the test person's body [8] , [9] , dependence on polarization [10] and out-of-band detection. Furthermore, conventional PEMs cannot be unobtrusively deployed on the human body, whereas a fully integrated wearable on-body PEM enables continuous monitoring of long-term RF exposure, without hindering the test person's daily activities. Moreover, an on-body Personal Distributed Exposimeter (PDE), composed of multiple PEMs, increases the measurement accuracy [11] .
We present a fully autonomous on-body PDE, composed of multiple independent RF-exposure modules, each integrated on a textile antenna feed plane. Thanks to their ground plane [12] , the applied patch antennas minimize capacitive antenna loading by the body. Without loss of generality, we specifically configure the exposimeter for the Global System for Mobile Communications (GSM) worldwide down-link [925 MHz-960 MHz] frequency band [2] .
Each wearable exposimeter module makes use of a state-of-the-art logarithmic-detector to pair accuracy with a dynamic range of 80 dB. The on-board flash memory logs for over two weeks of measurement data, thereby eliminating a permanent Personal Computer (PC) connection. A similar on-body device was documented in [11] , yet without data logging or unobtrusive integration potential. To the authors' knowledge, this is the first fully tested wearable PDE.
In Section II, the wearable PDE system is described, followed by its validation on a human body in Section III. The calibration procedure is explained in Section IV. A real life measurement is outlined in Section V. Conclusions are listed in Section VI.
II. SYSTEM OVERVIEW
The PDE is composed of multiple newly designed wearable exposimeter modules, of which the construction is described below.
A. Antenna
Due to the large wavelength of the frequency of the GSM downlink band, an aperture-coupled shorted patch antenna is selected, as displayed in Fig. 1 . The antenna features a compact size and excellent antenna performance in proximity of the human body, while avoiding fragile probe feed connections [13] , [14] . Therefore, this antenna is more suitable for garment integration than conventional antennas. Further improvement of the coupling between the antenna and the exposimeter module is obtained by employing an H-shaped coupling slot, thereby also minimizing the backward radiation into the human body [15] . The textile material is flexible and lightweight, without sacrificing antenna performance, in comparison to rigid antennas. A flexible polyurethane Top view (left) and bottom view (right) of the patch antenna. On the bottom view, the active circuit and antenna feed are shown separately. In the actual implementation, the exposimeter's electronics are mounted onto the feed plane of the antenna. protective foam (thickness = 11 mm permittivity ε r = 1.16 and tan δ = 0.010), commonly used in protective garments for rescue workers is applied as a substrate material, protecting the electronic circuitry from external factors, such as heat and humidity. A low-cost, conductive, electro-textile material, called Flectron, is used to construct the ground plane and radiating element. The material has a thickness less than 0.25 mm and surface resistivity less than 0.1 /sq., minimizing conductor losses. The influence of the body, which is in close proximity to the antenna, is limited, thanks to the ground plane structure. This feature makes the PDE's performance nearly independent from the test person's body morphology. Measurements performed on another person produced similar results [16] , [17] . The feed substrate is constructed using two stacked Aramid textile layers, a material which is frequently used as outer layer in firefighter jackets (thickness = 0.95 mm, permittivity ε r = 1.97 and tan δ = 0.02). The feed line is realized by means of copper foil. The antenna covers the complete GSM 935 MHz to 960 MHz downlink band. The 3 dB beam width of the antenna approximately equals 110°, with an antenna gain of 2.9 dBi and an antenna efficiency of 76.6 %. The top view of the antenna and its dimensions are shown in Fig. 1 , with the electronic circuitry integrated onto the feed plane of the antenna. A detailed construction diagram of the antenna is shown in Fig. 2 .
By placing the electronics on the feed plane of the patch antenna, each very compact module may be unobtrusively integrated into garments or clothing [18] . In addition, each unit can be encapsulated together with the textile antenna into a breathable Thermoplastic PolyUrethane coating (TPU), implementing a washable system [19] .
B. System Design
The block diagram of the proposed exposimeter module, integrated on the antenna feed-plane, is presented in Fig. 3 . The selection of the key components is motivated as follows.
The RF-signal received by the antenna is filtered by a Surface Acoustic Wave (SAW) Bandpass filter (BPF), to remove undesired out-of-band signals. In this configuration for the GSM down-link, the TriQuint 856528 SAW filter is chosen, with a bandwidth of 35 MHz and passband insertion loss of 2.5 dB. Outside the passband, an attenuation of 35 dB is quickly achieved. Thanks to the filter architecture, no additional impedance matching network is required, helping to reduce the physical size of the circuit. The filtered signal is measured by an Analog Devices ADL5513 [20] Logarithmic RF Detector, providing an output voltage proportional to the input RF level in dBm over a very large dynamic range. The output voltage of the RF detector is measured by a 16 bit Analog-to-Digital Converter (ADC) and transported on the PDE board to the C8051F921 microcontroller (μC), by Silicon Labs, through the high speed Serial Peripheral Interface (SPI) data bus. To correct the small temperature-dependent variation of the output level of the Logarithmic RF Detector, an automatic frequency-dependent temperature compensation is implemented by a Digital-to-analog-converter (DAC) connected to the on-board microcontroller and its built-in temperature sensor. The micro controller is programmed in C. The software is uploaded to its memory through the In-Circuit-Programming interface.
The digitized measurement data are further processed by the on-board software at a data rate of 1000 samples/sec. The minimum, maximum, as well as arithmetic-and geometric averages of the received RF signal power, over a one-second time slot, are stored into the on-board flash memory. The 4 MB flash memory provides up to two weeks of non-volatile storage space. To guarantee the data integrity, at each time slot, a check sum of the measurement data is calculated and stored into the memory together with the measured data.
Besides the storage of the averaged measurement data at a one-second rate, the system may store raw sampled data at a full sample rate of 1000 samples per second for analysis of high-speed measurements in post processing. The maximum sample rate of the exposimeter is 250 ksps, as determined by the ADC specifications. After the logging period, the measurement data are easily transferred to the personal computer (PC) over the USB-link for data-analysis.
Owing to the flexible and lightweight design of the system, the PDE is comfortably wearable by the test persons without restricting their movements. A top-view of the exposimeter circuit is shown in Fig. 4 . Its planar circuit board's size of 35 mm by 55 mm is smaller than the antenna, allowing easy integration onto its feed-plane. An overview of the technical specifications is shown in Table I .
C. Frequency Selection of the Personal Exposimeter
The measured frequency band is selected by the bandpass Surface Acoustic Wave (SAW) filter. For each desired frequency band, a filter with the appropriate response may be inserted, without needing to adjust the circuit design. In this application, the full GSM 900 frequency band is measured, without further adjustments to the circuit or antenna, allowing to measure the incident power density in this particular frequency band.
D. Calibration
The digitized output voltage of the logarithmic-detector is a function of the corresponding RF input power. This function is accurately determined by means of calibration.
The calibration of the RF input level of the exposimeter without antenna is performed in an anechoic chamber. Calibration datasets are constructed for each unit separately and stored into its flash memory for use during the actual exposure measurements. Logarithmic detection results in an accurate measurement over a large dynamic range, stored in a limited number of bits per measurement value. The Logarithmic RF Detector exhibits 80 dB dynamic range, with a minimum RF input level of −70 dBm. By employing the calibration data, a 1 dB resolution is achieved. To compensate the temperature-dependent offset, the output voltage of the DAC (Analog Devices AD5641 [21] ) is automatically adjusted as a function of the operating temperature.
E. Exposimeter Synchronization
In the proposed PDE setup, where more than one exposimeter node is employed on the human test person, synchronization of all the exposimeter nodes is required to achieve an exposure measurement with accurate timestamps. All the exposimeter nodes are equipped with the same 24.576 MHz crystal with a frequency stability of 10 PPM. The sample period is directly derived from this main on-board clock, thereby minimizing the influence of frequency instability over a long time. Synchronization is achieved by connecting each individual exposimeter node to the PC. The PC will initialize the timing registers of the microcontroller for deriving the sample period. In addition, a time stamp is placed into the flash memory based on the PC clock. This ensures that all modules composing the exposimeter will sample at the same time instant within the defined sample period, with only a minimal deviation. After synchronization, each individual exposimeter immediately starts capturing exposure data. When the measurement campaign is terminated by the user, the data are transferred to the PC, including the time stamps in the flash memory. Based on the timestamps, the processing software aligns the data samples and starts further data processing.
F. Power Consumption
The exposimeter is powered by a 1-cell Lithium polymer (Li-po) battery and a low-drop linear voltage regulator. From the technical data sheets of the integrated components, an estimation of the power consumption is made. An overview of that current consumption is given in Table II. The microcontroller will consume an average current of 4 mA at 3.3 V and at a clock frequency 24.576 MHz. In sleep mode, the current consumption can be reduced to 600 nA. The flash memory consumes on average 12 mA at 3.3 V while operating (reading or writing), whereas in standby mode, the current consumption is reduced to 25 μA, or to 5 μA in deep power-down mode.
The most current-consuming device on the exposimeter node is the RF detector, consuming 31 mA in full operation. In power down mode, its current consumption is lowered to less than 200 μA. The current consumption of the ADC and temperature compensation circuits is 550 μA and 60 μA, respectively.
The average current consumption is estimated to be 40 mA at 3.3 V, taking into account that the detector is always in power on mode, while the memory is accessed only once every second.
In full operation, the measured average power consumption of one exposimeter node equals 131 mW (39.6 mA current consumption, at 3.3 V supply voltage). This enables the sensor network to operate for many hours, without the need for charging the battery. The power consumption can further be reduced by employing the sleep mode of the system when there is no need to continuously operate at high speed.
III. VALIDATION

A. Free-Space Performance
To measure the frequency response at the input of the exposimeter, the complete sensor (including vertically polarized antenna) is placed in an anechoic chamber at 4.34 m from the radiating antenna. The TX standard gain horn (NSI-RFSG975, with a gain of 14 dBi at 942.5 MHz), connected to a signal source with an output power of 10 dBm (cable losses = 3.75 dB), swept over a frequency range from 840 MHz to 1040 MHz, is radiating along both horizontal and vertical TX polarizations. The response is shown in Fig. 5 , indicating a large attenuation for out-of-band signals. Clearly, the attenuation is very steep on the bottom side of the GSM downlink band, resulting in a rejection by at least 35 dB of 880-915 MHz GSM-900 uplink signals. For frequencies slightly above the GSM-900 downlink band, a better than 23 dB attenuation is also sufficient, considering that, according to the band planning, no strong signals are expected adjacent to the upper end of the GSM downlink band. Since the measured received power on the exposimeter in this anechoic measurement is significantly larger than the signals that will actually Positions of the four personal exposimeter (PEM) modules composing the personal distributed exposimeter (PDE), shown together with the position of the EME Spy 140 onto the body of the test-person.
be measured during a real-world measurement, out-of-band signals will be below the noise floor of the exposimeter thanks to the band-pass filtering characteristics. They will not affect the actual measurements in the desired frequency band.
The clearly visible difference of approximately 12 dB between both TX polarizations is due to the vertically polarized receive antenna of the node. An ideal exposimeter has no dependence of the polarization. In order to minimize the influence of the received polarizations, several exposimeters are placed onto the body, oriented along orthogonal polarizations, as further described and evaluated.
While the transmitted signal of the base station is vertically polarized, the received polarization will vary due to the angle of arrival on the nodes and the different paths followed by the signal in the environment. By orienting the nodes along both polarizations, all signals received from the base station can be captured. Furthermore, these linearly polarized antennas are easier to construct, in comparison to textile patch antennas with a circular polarization, thereby reducing the cost and the size of the nodes.
B. On-Body Performance
The PDE is configured for the GSM-900 down link frequency band, which is present in most environments. Four separate nodes of the PDE are distributed at optimal positions over the front and rear sections of the torso of a 1.85 m large test person having a weight of 80 kg, as shown in Fig. 6 . The polarizations of the individual nodes are also chosen for complementarity.
The person with the four nodes distributed over the body stands on the rotor inside the anechoic chamber, in the far-field of the standard gain horn, radiating at 942.5 MHz, being the center frequency of the GSM-900 down-link band, connected to a signal generator with a transmit power of 10 dBm (cable losses = 3.75dB). The person wearing the PDE is rotated in the azimuth plane over an azimuth angle of 360°. These measurements are repeated for Horizontal (H) and Vertical (V) TX polarizations. During these measurements, a commercially available secondary exposimeter (EME Spy 140) is worn at waist-height. The distance from the middle of the human test subject to the aperture of the horn antenna is 4.34 m.
These measurements are plotted in a logarithmic scale, shown in Figs. 7 and 8, for TX Vertical and Horizontal polarizations, respectively. Besides the field strength on each single node, the averaged field strength over the four nodes is calculated in the azimuth plane for each azimuth angle ϕ, for both horizontal and vertical polarizations. The average field strength of the proposed PDE, calculated for each angle in the azimuth plane, is approximately constant, making the exposimeter output independent of the transmit polarization.
In order to determine the dependence on the polarization when worn on-body, the standard deviation σ pol is calculated based on the difference in the received field strength of both polarizations. It is determined for both the "EME Spy 140" Fig. 9 .
Normalized electric field strength [dB] on the PDE and "EME Spy 140". 180°= front side of the body, TX vertical polarization.
and for the PDE, by averaging the logarithmic field strength over the four nodes. This results in
This allows us to conclude that the PDE is less polarization dependent than the "EME Spy 140". To compare the PDE and the "EME Spy 140" in an on-body scenario, the standard deviation σ of the field strength over different azimuth angles is calculated for both horizontal as well as vertical polarization. σ indicates how circular the pattern is in azimuth angle. A pattern that is perfectly omnidirectional results in a standard deviation of 0 dB. σ ϕ is derived from the (Logarithmic) field strength on the four nodes, resulting in
We clearly obtain a better performance for the PDE in comparison to the commercial exposimeter. In Figs. 9 and 10 , the normalized field strengths, for both the PDE and the "EME Spy 140", are plotted for a vertically and horizontally polarized transmitted signal, respectively. This visually verifies the above results. The PDE clearly achieves a more uniform distribution of the field strength over the azimuth plane.
IV. CALIBRATION
As discussed above, the power received by the PDE is almost constant, independent of polarization or azimuth angle for a given transmit power. To obtain an accurate measurement result of the actual RF field strength at the location of the human body in a real environment, the PDE requires calibration, which is performed in an anechoic chamber. The calibration eliminates the influence of the body on the PDE measurement. Normalized electric field strength [dB] on the PDE and "EME Spy 140". 180°= front side of the body, TX horizontal polarization.
The measurements in the anechoic chamber, for both horizontal and vertical TX polarizations, used earlier to validate the exposimeters, are now employed to calibrate the PDE when performing on-body measurements. P H geom (ϕ) and P V geom (ϕ) are the geometric average received powers for the horizontally and vertically transmit polarization as a function of the azimuth angle, respectively. Furthermore, the free-space incident powers S H inc and S V inc are measured using the NBM-550 broadband probe, for both polarizations at the TX horn antenna, as described in section III.B for the PDE, but now with the broadband probe at exactly the same location.
From the calibration measurements, the geometric average Antenna Aperture (AA geom ) of the total PDE is determined, given by
where S V inc = 0.541 mW/m 2 and S H inc = 0.394 mW/m 2 , and with ψ the polarization of an incident electric field. AA geom (ϕ, ψ) is calculated for 10 3 ϕ-samples, located in the interval [0 −2π] radians. The ψ samples are drawn from a Gaussian distribution in an "Urban Macro cell" scenario [3] , [22] , in order to take into account a realistic polarization of the incident electric field. This scenario provides the best correspondence to earlier measurements performed in the city of Ghent [6] .
The set of values resulting from this procedure provides the distribution of AA geom for realistic angles of arrival. From this distribution, the median is chosen as the value of the Antenna Aperture (AA geom ) of the total PDE. In addition, the full calibration procedure is repeated 100 times, and the results are averaged in order to improve accuracy. Based on this calibration process, the average value of AA geom is found to be 6.58 cm 2 .
Once the value of AA geom is determined, a real world measurement can start. After this measurement, the incident power received on the body of the test person can be determined by
where P geom is the geometric average received power on the four nodes of the PDE, observed during the real world measurement.
V. REAL-WORLD MEASUREMENTS
To perform a real-world measurement, the same test person as in previous measurements, equipped with the PDE and the "EME Spy 140", walks along a predefined path in the citycenter of Ghent (Belgium). During this walk, the received power is recorded on all the exposimeter nodes as well as on the "EME Spy 140", in a time interval of 1 second. Fig. 11 shows the total power density received by the test person with the calibrated PDE during the complete walk, as well as the power density on the "EME Spy 140". In Fig. 12 , the 2.6 km outdoor trajectory through Ghent, followed by the test person, is shown. On this map, the position markers corresponding to the numbers in Fig. 11 , as well as the position of the nearby GSM-900 base-stations [23] , are shown.
The total power density, received during the walk, is determined based on the active exposimeter nodes of the PDE, after applying the calibration procedure described in Section IV. The power density of the "EME Spy 140" is extracted from the measurement logging file. The measurement results clearly show that the received powers of both measurement devices exhibit the same trend, but with short-term differences in power density levels. The shadowing by the body has a significant influence on the measurement results by the commercial "EME Spy 140". As stated earlier in Section III, the signals received on the "EME Spy 140" are dependent on the angle of arrival of the signals in the azimuth plane. The omnidirectional receive pattern, which is obtained with the PDE, ensures a more accurate estimation of the power density levels in comparison to a non-distributed device such as the "EME Spy 140". To verify whether the "EME Spy 140" indeed underestimates the RF field exposure levels, two additional experiments were performed. To demonstrate that the underestimation due to body shadowing occurs in a general case, the experiments were performed in a different part of the city. First, the "EME Spy 140" was deployed in two setups. On the one hand, an on-body measurement was performed by wearing the exposimeter near the waist of the user. On the other hand, the exposimeter was held above the head, carrying out a measurement that is certainly is less influenced by the body. During the on-body measurement, an average power density level of −45.5 dBW/m 2 was measured. In contrast, the second measurement yielded an average power density level of −43 dBW/m 2 . Hence, a difference of 2.5 dB was obtained between both situations, clearly showing the influence of the body on the exposimeter, resulting in an underestimation of the exposure. Next, static measurements were performed by the "EME Spy 140" on a tripod, by a spectrum analyzer with a calibrated reference antenna (Rohde & Schwarz TSEMF-B1), and by our PDE, worn on-body. All devices were positioned in the line of sight of a GSM base station. The spectrum analyser measured an average power density of −37.4 dBW/m 2 , whereas the "EME Spy 140" yielded an average power density of −41.9 dBW/m 2 . The 4.5 dB difference in the results suggests that the EME slightly underestimates the field strengths, even without the presence of the human body. We conclude that the total difference of 7.0 dB, between the spectrum analyser and the "EME Spy 140" on the body, approximately corresponds to the difference between the PDE and the on-body "EME Spy 140". The average power density level measured by the on-body PDE equals −38.0 dBW/m 2 , yielding only a slight measurement difference of 0.6 dB with respect to the spectrum analyser. Table III summarizes these average power density levels, obtained during the static measurements campaign.
The maximum instantaneous power density measured by the PDE during the experiment is 28 mW/m 2 . As a result, [1] . Furthermore, from these measurements, the SAR wb can be determined, as described in [16] and [17] .
VI. CONCLUSION
A compact wearable Personal Distributed Exposimeter is proposed, which increases the measurement accuracy in comparison to conventional Personal Exposimeters, including the dependency on the polarization and the angle in the azimuth plane. The Personal Distributed Exposimeter is composed of several newly designed on-body exposimeter modules, which are integrated onto the feed plane of a textile antenna. The different modules apply synchronous exposure data sampling, while being unobtrusively integrated inside a garment and being distributed over the body of the test person. Therefore, this new compact exposimeter is a step forward towards user-friendly Personal Distributed Exposimeters in multiple frequency bands, integrated into a single garment for measuring exposure data in a convenient way. Validation of the Personal Distributed Exposimeter shows that the system exhibits less dependence of the received polarization or the angle of the azimuth plane, compared to commercial available exposimeters. A fast and accurate calibration process is proposed, to eliminate the influence of the body onto the PDE.
To validate the measurements performed by the Personal Distributed Exposimeter, a real world exposure measurement was carried out for the GSM-900 downlink band. The measurement is performed in the city center of Ghent, whose propagation characteristics correspond to an Urban Macro Cell. The measurement was also carried out employing an "EME Spy 140" commercial exposimeter. This experiment clearly illustrates that the PDE provides a more accurate estimation of the power density levels on the human body. The commercial, non-calibrated exposimeter deployed on the body influences the measurement results due to shadowing by proximity of the body, leading to an underestimation of the power density levels on the human body. The maximum instantaneous power density measured by the PDE during the experiment equals 28 mW/m 2 , which is well below the ICNIRP reference level of 4.8 W/m 2 for an average power density level in a 6-minute time frame. Based on these measurement data, the whole-body SAR is readily determined.
Besides for verifying compliance of RF field exposure with ICNIRP reference levels, the proposed modules can also serve as sensor nodes to evaluate the potential of RF energy harvesting [24] - [27] and wireless power transfer [28] .
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